OFFICE OF ATTORNEY GENERAL

CRIME LABORATORY DIVISION

Toxicology Section/Breath Alcohol Program

Instrument Certification and Maintenance Unit BrF-005-8

Intoxilyzer 8000 Initial Inspection

Serial Number 80-0511,0%
l/' A. Power On v~ 5 min. countdown .~ 1 min.
.~ B. Security Checks. o levell _ ~level2 .~ leveld
.~ C. Gas Cylinder Setup

- D. Printer. Level 1 Func P v~ Paper Feed o~ Internal +~" External

~_E. Display is working.

=
_ v

F. Configure Start Test Switch. Level 3 Func S Sub T

G. Setup Preliminary Data. Level 2 Func E

¢/ H. Configure General Setup. Level 3 Func S Sub G.

I Configure Port. Level 3 Func S Sub N

/" J.Check Camera. ABA Mode v~ OperldD ./ NDLi. " ot Key "R"

e

_

Y
Y

v

_ v

K. Diagnostic Test. Level 2 Func D

L. Check Ser Num / Version Level 2 Func V

SO -0 b§ Serial No.ﬂ[,,l.[_)";’ Version {3(0;?./2 Display 7 __CPLD

M. Detector Voltages. Level 3 Func D Sub D
312628 s | C 470k

913193 5 L_/ B ¢ &~ RFlInd.

N. Hot Keys v F5 Tone
T F6GreenLED
;7 F7 Red LED
— 7 F9Fan
. F10Pump

:_’ F11 Sol Output

O. RFI Dectector

P. Atmospheric Monitor. Level 3 Func D Sub A. P f[iﬁ CF . 0S5
08/09 FO- Ofaf%;
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OFFICE OF ATTORNEY GENERAL
CRIME LABORATORY DIVISION
Toxicology Section/Breath Alcohol Program

Instrument Certification and Maintenance Unit BrF-005-8
v/ Q. Flow Monitor. Level 3 Func D Sub F. R [ F 0.000 Lis
i/ R. Temperature Monitor. Level 3 Func DSubT
C47.0 A_H7.0 I 0.0
B 499  V_0.0
I/S. Gas Tank Monitor. Level 3 Func D Sub G A5 3— psilntox 250 psiReg
Z T. Configure Wet Bath Sim. Level 1 Func S
V/ U. Zero Alcohol Test Level 1 Func C pp34tq Sim SN Lot O.000 Rep Value
- 0000 AC oLcO AC o.LODAC
\/ V. Low AC Test. Level 1 Func C yz:ttj"i Sim SN Lot 0.0l9 Rep Value
‘ 0.01f AC 0.0/ 7 AC 0. 0l§ AC
/ W. Linearity Test, Level 1 Func C DESI87 Sim SN —— Lot 0.285 Rep Value
a.2%8] AC 0.295 AC g.angC
\/ X Interferent Test. Acetone DR 384S™ Sim SN  — Lot ©.05% Conc
Level 1 Func B N Display v~ Printout
Methanolgy s =73 SimSN —— Lot 0.10%, Conc
Display + Printout
IPA ngslay SmSN _—— Lot O./0%s Cone

v Zlnvalid Sample Test

v~ Display - Printout

v~ Display .~ Printout

v Display « Printout

/ Y. Ambient Test
/ AA. RF! Detector Test. CMS Mode .~ Display _~" Printout

BB. Configure Dry Gas Standard. Level 1 Func S

O.o%in Ave. o npay Std Dev 2.9%% Rel Std Dev

DD. Maintenance/Repairs jgffwﬁ,u L¢3 “fn/a]f_‘,g & Cil AO% Bg@,kg,»

l/ CC. Stability Test at 0.080AC. Level 3Func T Sub 8

3o NOV 2009 Leb Kaaleeec
Date 959 Sigrature
30 Vw2 Jrvegy [/
Date Reviewed fpﬁl /
V- OO Ao d
08/09 o ,!2%-,//7
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Sispley Thirg Digit?  Yes
Ihib Brinter(Y/N3? NG
Dispiay Unlume? Mo
Dizanle On i ¥
# of Print Copies? |

Select Std (DW/137 Ory

Stanaard Uziue? 2.080

Standard Lot #? 617774

Standard Cyl #? %

Stanoerd Expiration?  05/28/2011

Oper tig? Tii

Fle« Cal, Bate: /1172838

Slope EES

Intercept -637717

17 Calibration date; 1171172009
3um 80

Oth Coef(=102);  -22344 -17247

Ist {oef(+100);  264sS i3E1E

27 Coefle]00): 2004 556

R20 adjlngs =10k 577 ik

robRckkxky Test Pnd sbkdkekcrrs

Doy Hash...

Operator Signature
DEB KASHUR

Remarks:

ﬁrrmﬂw

Form 106~18000

Intoxilyzer T3l Record erg Checklist
NOORG Crime Lab, Div., alsmarck, 80 58311
M, Inc, ntoxilgzer  Alcohal Rnalyzar
torth Dakota fadel 8500 SN 8f-(i28E8
tocatien = T2HL 81641200 633
1172072035 18:%

wRRkerck Printer Test dbvssxsgx

12 char/line
abcdefghi jkl
ABCDEFGHIJKL

16 char per line
abcdefghi jklmnop
ABCDEFGHIJKLMNOP

2l chars per line
abcdefghi jkImnopgrstu
ABCOEFGHI JKLMNOPARSTU

24 characters per line
abcdefghi jklmnopgrstuvux
ABCDEFGHIJKLMNGPARSTUUWY

32 characters per line
abcdef ghi jklmnoagrstuvwxyz1 23456
ABCDEFGHIJKLMNOPQRSTUUKXYZ123456

42 characters oer line
gbcdef ghi K 1mnopors bz | 23456783 abrcat
ERCEEFCHI KLENORORSTLNYZ ] 234557891 RRLIEF

PO - boleed

P 3af ! ?
‘x/ FFe



Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div.,

CMI, Inc. Intoxilyzer

North Dakota Model BOO0OO

Location = TOXL
11/26/2009

*hkkkkkhkkhkkod Dyrinter Tegh *xxkxkhkakdkxk

Bismarck, ND 58501

Alcohol Analyzer

SN B0-0D02668
8164.13.00 06/09
095:02

abcdefghijklmnopgrstuvwxyz1234567890-=|

ABCDEFGHIJKLMNOPQRSTUVWXYZ !@H#S5% " &* () _+7

abcdefghijklmnopgrstuvwxyz1234567890~= |
ABCDEFGEIJKLMNORQRSTUVWXYZ | @FSE ~&* () _+?

Current Instrument Setup

Data Entry Mode:
Start Test Sequence;
Display Prelim Rslt?
Display Third Digit?
Inhib Printer (Y/N)?
Display Volume?
Disable On Memfull?
# of Print Copies?
Select Std (D/W/I)°?
Standard vValue?
Standard Lot #7?
Standard Cyl #7
Standard Expiration?

Oper No? TN
Flow Cal. Date: 11/11/20009
Slope 685
Intercept -637717
IR Calibration Date: 11/11/2009

3um Sum
0th Coef (*100): -22944 -17547
lst Coef (*100): 266495 134610
2nd Coef (*¥100) : 2004 956
H20 adj (mg/l1*10k): 577 375

kkkkkkkkk¥ % Drinter Test Fnd **drtrk ks s

Enabled
DABACABA
Yeg

Yes

No

No

No

1

Dry
0.0890
C+7FH4 LSTISE
-6

6542842011 0%/032/ 201!

Teb Kaslre .

Cperator Signature
DEB KASHUR

Remarks:

pr}/mﬂv/u)ﬂ/

Form 106-I8000

L Jo-00 AL
/(7
rull7,



Intoxilyzer Test Record and Checklist
NDCAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-002668
Location = TOXL Ble4.13.00 06/09
11/20/20089 09:29
Test AC Time
01 Room Air 0.000 06:30
02 *Subject Test REF* 02:3C
02 Room Ailr ¢.000 09:30

*Subject Test Refused

Sub Name = DISCOVER, THE SPIRIT
Sub DOB = 02/01/1992

S5ub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Lot No = -6+37%2 (59358 K

Cyl No =-3&44 o9 &3 20t
Expiration Date = 854268420121
County = 08 OCper No. = 777777

Yy / L

Operator Signature
DEB KASHUR

Remarks:

Form 106-I8000

C@%@uvut,éh&ﬁﬁ: % ﬁ%%@xgaf7
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Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-002668
Location = TOXL B164.13.00 06/09
11/20/20089 09:31
DIAGNOSTIC

Voltage/Current Test Pass
RAM Test Pass
EEPRCM Checksum Test Pass
Real Time Cleck Test Pass
D5P Test Pass
Analvytical Stability Test Pass
Modem Test Passg
Temp Regulation Test Pass
Oper No. = 777777

Db Keshoo

Operator Signature
DEE KASHUR

Form 106-I8000

OOk
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Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcchol Analyzer
North Dakota Model 8000 5N B0-002668
Location = TOXL B164.13.00 06/09
11/20/2009 13:51

WET CAL CHECK

Test AC Time
01 Room Airx 0.000 13:52
02 Std. Sol. 0.000 13:53
03 Room Air 0.000 13:53
04 Std. Sol. 0.000 13:54
05 Room Air 0.000 13:54
0e Std. Ssol. c.000 13:55
07 Room Air 0.000 13:55

08 Sim Temp = 34.0°C

Simul Ser No = 00000
Std Sol No = 000
County = 08 Oper Ne. = 777777

Mob Kosboer

Operator Signature
DEB KASHUR

Remarks:
2T 5 00 AC
Zerp ales ol 0°

Form 106-1I8000

Jo- 00 MG P
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Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model B0O0O SN 80-002668
Location = TOXL B164.13.00 06/09
11/20/2009 14:01

WET CAL CHECK

Test AC Time
01 Room Air 0.000 14:02
02 sStd. Sol. 0.018 14:03
03 Room Air 0.000 14:03
04 Std. Sol. 0.017 14:04
05 Room Air 0.000 14:04
06 Std. Sol. 0.018 14:05
07 Room Air 0.000 14:06
08 Sim Temp = 34.0°C
Simul Ser No = 00000
8td S0l No = 000
County = 08 OCper No. = 777777

Db Kesheo,

Operator Signature
DEB KASHUR

Remarks:
Low Ac- 0.0/ AC

Form 106-I8000

F0-00366 8
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Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bigmarck, ND 58501

CMI, Inc. Intoxiiyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-002648
Location = TOXL 8164.13.00 06/09
11/20/2009 16:27

WET CAL CHECK

Test AC Time
01 Room Air 0.000 16:28
02 5td. sSol. 0.281 16:2%
03 Room Air 0.000 16:25
04 5td. Sol. 0.285 16:30
05 Room Alr 0.000 16:30
06 5td. sSol. 0.287 16:31
07 Room Air 0.000 1l6:32
08 Sim Temp = 34.0°C
Simul Ser No = 00000
S5td Sol No = 000
County = 08 Oper Na. = 777777

Db Wasboor,

Operator Signature
DEE KASHUR

L/MM!—!%HZQL;’

Form 106-~I8000

Remarks:
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Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-002668
Location = TOXL 8164.13.00 06/09
11/25/200%9 0B8:23
Test AC Time
01l Reom Air 0.000 08:24
02 *Subject Test INT* 08:24
03 Room Air 0.000C 08:25

*Invalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT
Sub DCB = 02/01/1%92

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Lot No = 659358

Cyl No = 46

Expiration Date = 05/03/2011

County = 08 Oper No. = 777777

MW@%

Operator Signature
DEE KASHUR

Qe Ao M&Qi%#M%;g

Form 106-I8000

Remarks:

yo’aoa@ff
10l 17
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Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alecohol Analyzer
North Dakota Model BO0OCO SN 80-002668
Location = TOXL 8164.13.00 06/09
11/25/2009 08:27
Test AC Time
01 Room Air 0.000 0B:28
02 *Subject Test INT* 08:28
03 Room Air 0.000 08:29

*Tnvalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT
Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Lot No = 6585358

Cyl No = 46

Expiration Date = 09/03/2011

County = 08 Oper No. = 777777

Deb Kaghoi

Operator Signature
DEB KASHUR

Remarks:

ﬂlu*LﬁJ&fj yéhj&4éiﬂﬁh;f

Form 106-I80CO
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intoxilyzer Test Record and Checklist

NDQAG Crime Lab. Div., Bismarclk, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Mcodel B000 SN 80-002668
Location = TOXL B164.13.00 06&/09
11/30/2009 08:25
Test AC Time
01 Room Air 0.000 08:25
02 #Subject Test INT* 08:26
03 Room Air 0.000 0B:26

*Invalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT
Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Lot No = 655358

Cyl No = 46

Expiration Date = 09/03/2011

County = 0B Oper No. = 777777

Wb Kegle,

Operator Signature
DEE KASHUR

Form 106-IB00O

Remarks:

Po- OOt £
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Intoxilyzer Test Record and Checklist

NDOARG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN B0-002668
Location = TOXL B1l64.13.00 06/09
11/30/2009 0B:39
Test AC Time
01 Room Air AMB* 0B:39
02 Room Air C.000 08:40

*Invalid Test
Check Ambient Conditions

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUIL Cit = NA
Dr. Lic. = ND/DiS92145¢

Lot No = 659358

Cyl No = 46

Expiration Date = 09/03/2011

County = 08 Cper No. = 777777

Db Ko alien

Operator Signature
DEB KASHUR

At ot

Form 106-I8000

Remarks:

FO 00T
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Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN BO-002668
Location = TOXL 8164.13.00 0&/09
11/30/2009 08:42
Test AC Time
01 Room Air 0.000 0B8:42
02 Invalid Sample X XXX 08:43
03 Room Air DUR* 08:43

¥*Purge Fail
**Tnvalid Test - Mouth Alcchol

Sub Name = DISCOVER, 'THE SPIRIT

Sub DOB = 02/01/1552

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Lot No = 659358

Cyl No = 46

Expiration Date = 09/03/2011

County = 08 Oper No. = 777777

Mo K phoeer

Operator Signature
DEB KASHEUR

Remarks:

nyilid damnpl e of

Form 106-I8000
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Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcochol Analyzer
North Dakota Model 2000 SN B0-002668
Location = TOXL 8164.13.00 06/09
11/30/2009 08:45
Test AC Time
01 Diagnostic OK 08:46
02 Room Air RFI* 08:46
03 Room Air 0.000 08:46

*Invalid Test
Inhibited - RFI

Sub Name = DISCOVER, THE SPIRIT
Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Lot No = 659358

Cyl No = 46

Expiration Date = 09/03/2011

County = 08 Oper No. = 777777

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

Dby Kaadiee o

Cperator Signature
DEEB KASHUR

Remarks:

REL Aot

Form 106-I8000

So- podett
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Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model BOOO SN B0-002668
Locaticn = TOXL 8164.13.00 06/08
11/30/2009 09:05
Test AC Time
01 Room Air 0.000 09:086
02 std. Gas 0.075 09:06
03 Room Air 0.000 09:07
04 s8td. Gas 0.077 09:07
05 Room Air 0.000 09:07
06 Std. Gas 0.078 09:08
07 Room Air 0.00C0 05:08
08 std. Gas 0.078 05:09
09 Room Alrx 0.000 02:08
10 std. Gas 0.080 09:09
11 Room Air 0.000 09:10
12 s5td. Gas 0.080 09:10
13 Room Air 0.000 09:11
14 8td. Gas 0.080 09:11
15 Room Air 0.000 09:12
16 8td. Gas 0.080 08:12
17 Room Alr 0.000 09:12
18 5td. Gas 0.081 09:13
19 Room Air 0.000 09:13
20 5td. Gas 0.082 05:14
21 Room Air 0.000 09:14
22 5td. Gas 0.083 09:14
23 Room Air 0.000 09:15
24 5td. Gas 0.083 05:15
25 Room Air 0.000 05:16
26 B5td. Gas 0.082 059:16
27 Room Air 0.000 05:17
28 S5td. Gas 0.082 05:17
29 Room Ailr 0.000 09:17
30 8td. Gas 0.082 05:18
31 Room Air 0.000 05:18
32 5td. Gas 0.083 08:19
33 Room Alr 0.000 09:19
34 3Std. Gas 0.083 09:19
35 Room Air 0.000 09:20
36 Std. Gas 0.083 09:20
37 Room Air 0.000 09:21
38 8td. Gas 0.084 08:21
39 Room Air 0.000 09:22
40 Std. Gas 0.083 09:22
41 Room Air 0.000 09:23
42 Cal Check Stats:
43 Average 0.0810
44 Std Dev 0.0024
45 Rel Std Dev 2.59%



Operator Signature
DEEB KASHUR

Remarks: | /
[oF FH o ESTISE 633,,/#1: h 5&4{-’.0/4_}60.' 03 ,%cuﬁ.za /

Form 106-I8000
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